Accurate Laboratories, Inc,

1613 S.E. 66th Street, Suite D

Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net

Email: accurate@accuratelabs.net

Customer Name
Location

Contact
Phone
Fax

Climate Master

Oklahoma City

P.O. Box 2540

7300 S.W. 44th

Cklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
(405) 745-6000

{405) 745-6058

Calibration Documentation

This Certificate may not be copled, except in full, without written consent of Accurate Laboratories, Inc.
Service Date is Recelve Dale unless otfierwise noted. Results listed relate only to the items that are testad and/or calibrated.

Marnwufacturer: Fluke - Multimeter Model: 27
Reference #: 6770052 Location-Dept.: On-Site-Eng. Lab Serial #; 6770052 =
Service Date: 02/17/2004 Typist: Anita Snow Temp: 72.7°

Due Date: 02/17/2005 Technician: Jay Shepherd Humidity: 28%
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: In Tolerance Range: Various

Comments: On-Site 02/17/04

Standard Name

VDC
vDC
VDC
VDC
vDC
VDC

" VDC

VDC
VAC
VAC
VAC
VAC
VAC
VAC
VAC
ohms
chms
chms
ohms
ohms
ohms
ohms
ohms
ADC

0.100000
1.000000
10.000000
100.000000
1.000000
10.000000
100.0000CC
1000.000000
1.000000
10.000000
100.000000
1.000600
10.000000
100.000000
1000.00C000
1.00000C
10.000000
100.080000
1.000000
10.000C00
100.000000
1.000000
10.0000C0
1.00C00C
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Standard

__Telerance Before Reading”  After Reading*
+0.100100 -0.100100 0.100000 0.100000
+0.101000  -0.101000 1.000000 1.000000
+0.110000 -0.110000 9.900000 9.900000
+0.200000 -0.200000 99.900000 99.900000
+0.101000 -0.101000 1.000000 1.000000
+0.110000 -0.110000 10.000000 10.000000
+0.200000 -0,200000 100.000000 100.000000
+2.000000 -2.000000 1000.000000 1000.000000
+0.305000 -0.305000 0.900000 0.900000
+0.350000 -0.350000 8.900000 9.900000
+0.800000 -0.800000 99.700000 99.700000
+0.305000 -0.305000 0.993000 0.999000
+0.350000 -0,350000 9.990000 9.990000
+0.800000 -0.800000 89.900000 99.900000
+8.000000 -8.000000 999.000000 969.000000
+0.102000 -0.102000 1.000000 1.000000
+0.120C00 -0.120000 9.900000 9.900000
+0.300000 -0.300000 100.100000 100.100000
+0.102000 -0.102000 1.000000 1.000000
+0.120000 -0.120000 10.000000 10.000000
+0.300000 -0.3000G0 100.000000 100.000000
+0.102000 -0.1020Q0 1.000G00 1.000000
+0,120000 -0.120000 10.000000 10.00000C
+0.207500 -0.207500 1.000000 1.000000

DocumentID: 2909




Accurate Laboratories, Inc. Customer Name Climate Master

1613 S.E. 66th Street, Suite D Location Oklahoma City

Oklahoma City, OK 73149 P.0. Box 2540

405-670-1388 Fax 405-670-0121 . 7300 S.W. 44th

Web: www.accuratelabs.net Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran

Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate [ aboratories, Inc.
Service Date Is Receive Date unjess olherwise noted. Resuits listed relate only to the ifems that are tested and/or calibrated.

Manufacturer: Fluke - AC Current Transformer Model: Y8101A .
Reference# .. .. Location-Dept: On-Site-Eng.Lab Serial#: 67115231
Service Date; 02/17/2004 Typist: Anita Snow Temp: 74.7°
Due Date:  02/17/2005 - Technician: Jay Shepherd Humidity: 28%
Received Condition: In Tolerance . : Procedure: Mfg Specs
Returned Condition: In Tolerance Range: 20 150 A

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading” ~ After Reading*
10.0000G0 +0.350000 -0.350000 10.000000 10.000000
100.C00000 +2.150000 -2.150000 100.000000 100.000000

*Boid reading entries indicate they are out of tolerance.

Calibration Equipment Used

Asset Number  Manufacturer Model _ Calibration Date Pue Date NIST #
AlLI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

ALI-G-319 . Agilent 34401A 1/20/2004 1/20/2005 0003/7275086

This Company maintains a qualily system that meets or excesds the requirement set forth in the fo//oMng documents.
ANSI/NGSL Z540-1 1994, ISQ 10012-1, and ISO/IEC 17025, Alf reference standards are traceable to NIST, Fundamental or Natural
Physical Gafistants, or by accepted ratiometric technigues. .

OnSite [JInShop Authorized Signature: /{,2@ ,xw——’ Date: -3 719(/
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Accurate Laboratories, Inc,

Customer Name

Climate Master

1613 S.E. 66th Street, Suite D Location Oklahoma City
Oklahoma City, OK 73149 : P.0O. Box 2540
405-670-1388 Fax 405-670-0121 7300 S.W. 44th
Web: www.accuratelabs.net Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran
Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate Laboratories, Inc.
Service Date is Receive Date unfess otherwise noted. Resuits fisted relate only fo the items that are tested andg/or calibrated.

Manufacturer: Monarch Instrument - Panel Photo Tachometer Model: ACT-1B
Reference #: 1452850 Location-Dept.: On-Site-Eng. Lab Serial #: 1452850
Service Date: 02/17/2004 Typist: Anita Snow Temp: 73.6°

Due Date:: 02/17/2005. Technician: Jay Shepherd Humidity: 27%

Received Condition: In Tolerance Procedure: Mfg Specs

Returned Condition: In Tolérance Range: 5 to 99999 RPM

Comments: On-Site 02/17/04

Standard Name Standard =~ Tolerance Before Reading* __ After Reading®
60.000000 +1.000000 -1.000000 60.00G000 60.000000
120.000000 +1.0000C00 -1.0000G0 120.000000 120.000000
300.000000 +1.000000 -1.000000 300.000000 300.000000
600.000000 +1.000000 -1.000000 600.000000 600.000000
1200.000000 +1.000000 -1.000000 1200.000000 1200.000000
1800.000000 +1.000000 -1.000000 1799.000000 1789.000000
3000.000000 +1.000000 -1.000000 2999,000000 2999.000000
4800.000000 +1.0000C0 -1.000000 4799.000000 4799.000000
6000.000000 +1.000000 -1.000000 6000.000000 6000.000000
12000.000000 +1.000000 -1.000000  11999.000000  11999.000000
18000.000000 +1.000000 -1.000000 17989.000000 17999.000000
36000.000000 +1.000000 -1.000000  29999.000000  29999.000000
60000.000000 +1.000000 -1.000000  59995.000000  59999.000000
90000.000000 +1.000000 -1.000000  89999.000000  88999.000000
99960.000000 +1.000000 -1.000000  99959.000000  99953.000000
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