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. Accurate Laboratories, Inc.
1613 S.E. 66th Street, Suite D
Okiahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email; accurate@accuratelabs.net

Customer Name
Location

Contact
Phone
Fax

Climate Master

Oklahoma City

P.O. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
{405) 745-6000

{405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate Laboratories, Inc.
Service Date Is Recefve Date unless otherwise noted. Resulls fisted refate only to the items that are fested andfor calibrated,

Manufacturer: CPS - Compute-A-Charge Scale Model: CC100
Reference # 223706 _____Location-Dept: On-Site-Eng. Lab  Serial #: 223706 "
Service Date: 02/17/2004 Typist: Anita Snow Temp: 73.9°
Due Date: 02/17/2005 Technician: Jay Shepherd Humidity: 27%
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: In Tolerance Range: 0-100 Ibs.

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading*  After Reading”
Oz. ¢.000000 +2.000000 -2.000000 0.000000 0.000000
Oz. 8.000000 . +2.000000 -2.000000 8.000000 8.0000C0
ibs. 1.000000 +2.000000 -2.000000 1.000000 1.0000C0
tbs. 10.000000C +2.000000¢ -2.000000 10.0G0000 10.000000
Ibs. 25.000000 +2.000000 -2.000000 25.000000 25.000000
Ibs. 50.000000 +2.000000 -2.000000 50.000000 50.000000
Ibs. 100.000000 +2.000000 -2.000000 100.C00000 100.000000
“Bold reading entries indicate they are out of tolerance.
Calibration Equipment Used

AssetNumber ~Manufacturer = Model _  Calibration Date  Due Date NIST #.

ALT-0-063 Misc. .001-50 9/9/2003 9/9/2004 OBS 03-0759

This Company maintains a quality systemn that meets or exceeds the requirement set forth in the following documents:
ANSI/NGSL Z540-1 1894, I1SO 10012-1, and ISO/IEC 17025. Al reference stan traceable to NIST, Fundamentai or Natural
Physical Corstants, or By accepted ratiometric fechnigues. .

OnSite OInShop Authorized Signature: et Date: ,Q-— 270
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Accurate Laboratories, Inc. Customer Name Climate Master

1613 S.E. 66th Street, Suite D ~ Location Oklahoma City

'0klahoma City, OK 73149 ' P.0O. Box 2540

405-670-1388 Fax 405-670-0121 _ 7300 S.W. 44th

Web: www.accuratelabs.net Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran

Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in fill, without written consent of Accurate Laboratories, Inc.
Service Date is Receive Date uniess otherwise noted. Results fisted refate only fo the items that are lested andfor calibrated,

Manufacturer: Accu-Weight - Scale Model: 126TAD/A-54
_Reference # 1KA28140 - Location-Dept.: On-Site-Eng. Lab _ ~ ~ Serial #: 1KA28140
Service Date: 02/17/2004 Typist: Anita Snow Temp: 73.9°
Due Date: 02/17/2005 Technician: Jay Shepherd Humidity: 27%
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: In Tolerance Rangé: 0-126 Ibs.

Comments: On-Site 02/17/04

Standard Name Standard Tolerance . Before Reading®  After Reading*
1.000000 +0.250000 -0.250000 1.000000 1.000000
10.000000 +0.250000 -0.250000 10.000000 10.000000
25.000000 +0.250000 -0.250000 25.000000 25.000000
50.000000 +0.250000 -0.250000 50.000000 50.000000

100.000000 +0.250000 -0.250000 100.000000 100.000000

“Bold reading entries indicate thay are out of tolerance,
Calibration Equipment Used
Asset Number Manufacturer __Model Calibration Date Due Date NIST #
ALI-0-063 Misc. .001-50 9/9/2003 9/9/2004 OBS 03-0759

This Company maintains a quality system that meets or exceeds the reqguirement set forth in the following documents:
ANSI/NGSL Z540-1 1994, IS0 10012-1, and ISO/IEC 17025, All reference standards used are traceable to NIST, Fundamental or Natural
Physical Cgpstants, or by accepted ratiometric technigues,

-

Date: ;-i “’9* 7’0 L#

%Site O InShop Authorized Signature:
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" Accurate Laboratories, Inc.
1613 S.E. 66th Street, Suite D
Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net

Customer Name
Location

" Climate Master
Oklahoma City

© P.O. Box 2540

Contact
Phone
Fax

7300 S5.W. 44th _ )
Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
{405) 745-6000

{405) 745-6058

Calibration Documentation

This Cartificate may not be copied, axcept in full, without written consent of Accurate Laboratories, Inc.
Service Date is Receive Date unless otherwise noted. Results listed refate only to the items that are tested and/or calibrated.

Manufacturer: CPS - Compute-A-Charge Scale Model: CC800
_Reference #; 287970 .. Location-Dept.: On-Site-Eng. Lab Serial #: 287970
Service Date: 02/17/2004 Typist: Anita Snow Temp: 73.9°
Due Date: _02!17/2005 Technician: Jay Shepherd Humidity: 27% '
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: In Tolerance Range: 0-100 lbs.

Comments: On-Site 02/17/04

Standard Name . Gtandard Tolerance Before Reading*  After Reading”
Oz. : 0.0000600 +0.250000 -0.250000 0.000000 0.000000
Qz. 8.000c00 +0.250000 -0.250000 8.000000 8.000000
Ibs. 1.000000 +0.250000 -0.250000 1.000000 1.000000
Ibs. . 10.000000 +0.250000 -0.250000 10.000000 10.000000
Ibs. 25.000000 +0.250000 -0.250000 25.000000 25.000000
Ibs. 50.000000 +0,250000 -0.250000C 50.000000 50.000000
Ibs. 100.000000 +0.250060 -0.250000 100.00G6000 100.000000
*Bold reading entries indicate they are out of tolerance.
Calibration Equipment Used

Asset Number  Manufacturer Model Calibration Date Due Date NIST # -

ALI-0-063 ' Misc. .001-50 9/9/2003 9/5/2004 0BS 03-0759

This Company maintains a qualily syster that meets or exceeds the requirement set forth in the fellowing documents:
ANSI/NGSL 2540-1 1994, 150 10012-1, and ISO/IEC 17025. Alf reference stareards E@ﬂj traceable to NIST, Fundamental or Natural

Physical Cefistants, or by accepted ratiometric technigies.

)D{Site O InShop Authorized Signature: % Date'['-l Al
rd

A
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Accurate Laboratories, Inc. Customer Name Climate Master

1613 S.E. 66th Street, Suite D Location Oklahoma City

,Oklahoma City, OK 73149 ' P.O. Box 2540

405-670-1388 Fax 405-670-0121 7300 S.W. 44th

Web: www.accuratelabs.net Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran

Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in fuf], without written consent of. Acclz.frate Laborafories, Inc,
Service Date is Recelve Date unfess otherwise noted, Results listed relate onfy to the ftems that are fested and/or calibrated.

Manufacturer: Monarch - Tachometer Model: ACT-3
Reference #: 1441949 Location-Dept,: On-Ste-Eng bab  _ Serial# 1441946
Service Date: OQI:'1.‘7/2OO4 Typist: Anita Snow Temp: 74.7°
Due Date: 02/17/2005: Technicianf Jay Shepherd Humidity: 28%
Received Condition: [n Tolerance ; Procedure: Mfg Specs
Returned Condition: In Tolerance Range: 0-99%89 RPM

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading®  After Reading*
0.000000 +(.000000 -0.000000 0.000000 0.000000
60.000000 +0.600000 -0.600000 60.050000 60.050000
600.000000 +6.000000 -6.000000 599.960000 599.950000

6000.000000 +60.000000  -60.000000 6000.000000 600G.000000
60000.000000 +600.000000 -600.00000C  60000.00000G  60000.000000

*Bold reading entrios indicate they are out of lolerance.

Calibration Equipment Used
Asset Number Manufacturer Model N __C__a_y_ljl;;fajiqn D_ate Due Date _ NIST #

ALI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company maintains a quality system that meets or exceads the reguirement set forth in the following documents: .
ANSY/NGSL Z540-1 1994, IS0 10012-1, and ISO/IEC 17025, Al reference siandards uged gre tracesble fo NIST, Fundamental or Natural
Physical Constants, or by accepted ratiometric technigues.

nSite [3InShop Authorized Signature;.: i o~ pate:_ A=A 7O
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Accurate Laboratories, Inc. Customer Name Climate Master

1613 S.E. 66th Street, Suite D Location Okiahoma City

Oklahoma City, OK 73149 P.O. Box 2540

405-670-1388 Fax 405-670-0121 7300 S5.W. 44th

Web: www.accuratelabs.net : Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran

Phone (405} 745-6000
Fax (405} 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate Laboratories, Inc.
Service Date is Receive Dale unfess otherwise nioted. Results listed relate only fo the items that are fested andyor calibrated.

Manufacturer: Yokogawa - Watt Meter Model: 2041
Reference #: 15574M Location-Dept.: On-Site- Serial #: 15574M .7
Service Date: 02/16/2004 Typist: Anita Snow Temp: 75.4°
Due Date: 02/16/2005 Technician: Jay Shepherd Humidity: 31%
Received Condition: In Tolerance ‘ Procedure: Mig Specs
Returned Condition: In Tolerance . Range: 0-3000 Watts

Comments: On-Site 02/16/04

Standard Name Standard Tolerance Before Reading*  After Reading*

60.000000 +0.600000 -0.600000 60.500000 60.500000
120.000000 +1.200000 -1.200000 121.000000 121.000000

. 300.000000 +3.000000 -3.000000 301.000000 301.000000
600.000000 +6.000000 -6.000000 605.000000 605.000000

1000.000000 +10.000000  -10.000000 1000.000000 1000.000000
1320.000000 +13.200000  -13.200000 1325.000000 1325.000000
2400.000000 +24.000000  -24.000000 2400.000000 2400.000000
3000.0C0000 +30.000000  -30.000000 3015.000000 3015.000000

*Bold reading entries indicate they are out of tolerance.

Calibration Equipment Used
Asset Number Manufacturer Model  Calibration Date  Due Date  NIST#

ALI-0G-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company maintains a quality system that meets or exceeds the requirement set forth in the folfowing documents:
ANSI/NGSL Z540-1 1994, ISO 10012-1, and ISQ/IEC 17025, Al reference standards used are traceable to NIST, Fundamental or Natural
Physical Garistants, or by accepted ratiometric technigues.

M Date: ;”&719&&

OnSite OInShop Authorized Signature: -
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Accurate Laboratories, Inc. Customer Name Climate Master

1613 S.E. 66th Street, Suite D Location Oklahoma City

Oktahoma City, OK 73149 P.O. Box 2540

405-670-1388 Fax 405-670-0121 7300 S.W. 44th

Web: www.accuratelabs.net : Okiahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran

Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentatioh

This Certificate rmay not be copied, excent in ful], without written consent of Accurate Laboratories, Inc.
Service Date is Recelve Date unless otfierwise noted, Results listed relate only to the ftems that are fested and/or calibrated,

Manufacturer: Yokogawa - Watt Meter Model: 2041
Reference #: 10165M __Location-Dept.: On-Site- Serial #; 10165M L
Service Date: 02/16/2004 Typist: Anita Snow Temp: 75.2°
Due Date: 02/16/2005 Technician: Jay Shepherd Humidity: 31%
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: in Tolerance Range: 0-3000 Waits

Comments: On-Site 02/16/04

Standard Name ) _Standard e Tolerance  Before Reading*  Affer Reading®
60.000000 +0.600000 -0.600000 60.000000 50.000000
120.000000 +1.200000 -1.200G00 120.000000 120.000000
300.000000 +3.000000 -3.000000 301.000000 301.000000
600.000000 +6.000000 -6.000000 600.000000 £00.000000

1060.000000 +10.000000  -10.000000 1000.000000 1000.0000C0
1320.000000 +13.200000  -13.200000 1325.000000 1325.000000
2400.000000 +24.000000  -24.000000 2400.000000 2400.000000
3000.000000 +30.000000  -30.000000 3000.000C00 3000.000000

*Beld reading entries indicate they are out of toierancré.m
Calibration Equipment Used \

Asset Number Manufacturer Model ~ Calibration Date =~ DueDate NIST#

AlI-0-316 Fluka 5500A 10/1/2003 10/1/2004 821/673681

This Company maintains a quality system that meets or exceeds the reguirement set forth in the following documents:
ANSY/NGSL 2590-1 1994, IS0Q 10012-1, and ISO/IEC 17025, All reference standard: LSE%B!’E traceable fo NIST, Fundamenial or Natral
Physical Copstants, or by accepted ratiometric technigues. ,

OnSite OInShop Authorized Signature:c

- /f,e/"—”“’ . Date: L ;)7”6[%’
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Accurate Laboratories, Inc. Customer Name

*1613 S.E. 66th Street, Suite D Location
Oklahoma City, OK 73149
405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net Contact
Phone
Fax

Climate Master

Oklahoma City

P.0. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
{405) 745-6000

(405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in Full, without written consent of Accurate Laboratories, Inc.
Service Date is Receive Date uniess otherwise noted, Results listed relate only to the items that are tested and/or calibrated,

Manufacturer: Westinghouse - AC Volt Meter Model: PA 151
Reference #: 58930 Location-Dept.: On-Site-Eng. Lab Serial #: 58930
Service Date: 02/17/2004 Typist: Anita Snow Temp: 69.6°

Due Date: "02/17/2005 Technician: Jay Shepherd Humidity: 26%
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: In Tolerance Range: 0-800 VAC

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading* __ After Reading*
ACV 150 50.C0000C +0.500000 -0.500000 50.500000 £0.500000
ACV 150 100.000000 +1.000000 -1.000000 101.000000 10%.000000
ACV 150 150.000000 +1.500000 -1.500000 151.500000 151.500C00
ACV 300 100.000000 +1.000000 -1.000000 100.000000 100.000000
ACV 300 200.000000 +2.000000 -2.000000 201.000000 201.000000
ACV 300 300.000000 +3.000000 -3.000000 302.000000 302.000000
ACV 600 200.000000 +2.000000 -2.000000 200.000000 200.000000
ACV 600 400.000000 +4.000000 -4.000000 400.000000 400.000000
ACV 800 600.000000 +6.000000 -6.000000 603.000000 603.000000
*Boid reading entries indicate they are out of to.’ere;:-?'arzre.m“
Calibration Equipment Used

Asset Number Manufacturer Model Calibration Date Due Date NIST #

ALI-O-316 Fluke 55004 10/1/2003 16/1/2004 821/673681

This Company maintains a guality system that meets or exceeds fhe requirement set forth in the following documents;

ANST/NGSL g540—1 1994, ISO 10012-1, and ISO/IEC 17025, Alf reference standards
Physical Canstants, or by accepted ratiometric techrigues,

OnSite [JInShop Authorized Signature: MM Vi

raceable to NIST, Fundamental or Natural

Date: «2’;7—04
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