Accurate Laboratories, Inc.
11613 S.E. 66th Street, Suite D
Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net

Customer Name
i ocation

Contact
Phone
Fax

Climate Master

Oklahoma City

P.O. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
{405) 745-6000

{405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate Laboratories, Inc
Service Dale is Receive Date uniess otherwise rioted. Results listed refate only to the items that are tested and/or calfbrated.

Manufacturer: General Electric - AC Volt Meter Viodel:
Reference #: 394507361 Location-Dept.: On-Site-Eng. Lab Serial #: 394507361
Service Date: 02/17/2004 Typist: Anita Snow Temp: 69.6°

Due Date: 02/17/2005 Technician: Jay Shepherd Humidity: 26%

Procedure: Mfg Specs
Range: 0-300 VAC

Received Condition: In Tolerance

Returned Condition: In Tolerance

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading* _After Reading*
ACV 150 50.000000 +0.500000 -0.500000 50.000G00 50.000000
ACV 150 100.000G00 +1.000000 -1.0G0C00C 100.600000 100.000000
ACV 150 150.CC0C00 +1.500000 -1.500000 151.000000 151.000000
ACV 300 100.000000 +1.000000 -1.000000 99.990000 99.990000
ACV 300 200.000000 +2.000000 -2,000000 200.000000 200.000000
ACV 300 300.000000 +3.000000 -3.000000 303.000000 303.000000
*Bold reading entries indicate they are out of toferanc: o T
Calibration Equipment Used
Asset Number Manufacturer Model Calibration Date Due Date NIST #
ALI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company mam_tafhs a quality system that meets or exceeds the requirement set forth in the following documents:
ANSI/NGSL £540-1 1994, ISO 10012-1, and ISO/IFC 17025, Al reference standards us «W&f‘jceab/e fo NIST, Fundamental or Natural

Physical Constants, or by accepied ratiometric techiniques.
Date: ; "?Q 7—@¢

Onsite TInShop Authorized Signature;_. /ég
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' Accurate Laboratories, Inc.

1613 S.E. 66th Street, Suite D
Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net

Customer Name
Location

Contact
Phone
Fax

Climate Master

Oklahoma City

P.O. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
{405) 745-6000

(405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate Laboratories, Inc.
Service Date is Recejve Date unless otherwise noted. Results listed relate only fo the items that are tested and/or calibrated,

Manufacturer; Yokogawa - AC Amp Meter Model: 2013
Reference #: 71723M Location-Dept.: On-Site- Serial #: ’?17é3M'
Service Date: 02/17/2004 Typist: Anita Snow Temp: 69.6°
Due Date: ' 02/17/2005 Technician: Jay Shepherd Humidity: 27%
Received Condition: In Tolerance Procedure: Mfg Specs
Returned Condition: In Tolerance Range: 0-100 AAC

Comments: On-Site 02/17/04

Standard Name

AAC 10.0
AAC 10.0
AAC 10.0
AAC 20.0
AAC 20.0
AAC 20.0
AAC 50.0
AAC 50.0
AAC 50.0
AAC 100
AAC 100
AAC 100
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_Standard Tolerance Before Reading* _ After Reading*
2.000000 +(.020000 -0.020000 1.890000 1.8980000
5.000000 +0.050000 -0.050000 5.000000 5.000000

10.000000 +0.100000 -0.100000 10.000000 10.000000
5.000000 +0.050000 -0.050000 4.990000 4.990000-
10.000000 +0.100000 -0.100000 10.000000 10.000000
20.00C000 +(.200000 -0.200000 20.000000 20.000000
10.000000 +0,100000 -0.100000 9.990000 9.990000
25.000000 +0,.250000 -0.250000 25.000000 25.000000
50.000000 +0.500C00 -0.500000 50.000000 50.000000
20.000000 +0.200000 -0.200000 20.000000 20.000000
50.0G0000 +0.500000 -0.500000 50.000000 50.000000
100.000000 +1.000000 -1.000000 100.000000 100.000000
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Accurate Laboratories, Inc.
11613 S.E. 66th Street, Suite D
Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net

Customer Name
Location

Contact
Phone
Fax

Climate Master

Oklahoma City

P.O. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
(405) 745-6000

(405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Accurate Laboratories, inc.
Service Date is Recelve Date unjess otherwise noted. Results listed relate only to the items that are tested and/or calibrated.

Manufacturer: Yokogawa - AC Amp Meter

Reference #: 71768M

Service Date: 02/17/2004
Due Date: 02/17/2005

_Location-Dept.: On-Gite-Eng. Lab

Model: 2013
Serial #_71768M

Typist: Anita Snow

Technician: Jay Shepherd

Received Condition: in Tolerance

Returned Condition: In Tolerance

Comments: On-Site 02/17/04

Tolerance

Temp: 69.6°
Humidity: 25%
Procedure; Mfg Specs

Range: 0-20 AAC

Standard Name Standard Before Reading*  Afier Reading*
AAC 2.0 0.200000 +0.002000 -0.002000 0.200000 0.200000
AAC 2.0 0.500000 +0.005000 -0.005000 0.455000 0.499000
AAC 2.0 2.000000 +0.020000 -0.020000 2.020000 2.020000
AAC 5.0 1.000G00 +0.010000 -0.010000 1.000000 1.000000
AAC 5.0 2.500000 +0.025000 -0.025000 2.500000 2.500000
AAC 5.0 5.000000 +0.050000 -0.050000 5.050000 5.050000
AAC 10.0 2.000000 +0.020000 -0.020000 2.000000 2.000000
AAC 10.0 5.000000 +0.050000 -0.050000 5.000000 5.000000
AAC 10.0 10.000000 +0.100000 -0.100000 10.100000 10.100000
AAC 20.0 5.000000 +0.050000 -0.050000 5.000000 5.000000
AAC 20.0 10.000000 +0.100000 -0.100000 10.000000 10.000000
AAC 20.0 20.000000 +0.200000 -0.200000 20.200000 20.200000
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Accurate Laboratories, Inc.

Customer Name

Climate Master

< 1613 S.E. 66th Street, Suite D Location Oklzhoma City
Oklahema City, OK 73149 P.0. Box 2540
405-670-1388 Fax 405-670-0121 7300 S.W. 44th
Web: www.accuratelabs.net Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran
Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Cerlificate may not be copied, except in full, without written consent of Accurate Laboratories, Inc.
Service Date is Recelve Date unless otherwise noted. Resuits listed relate only o the items that are tested and/or calibrated.

Manufacturer: Omega - Digital Thermometer Model: Digitator
Reference #: 501556 Location-Dept.: On-Site-Eng. Lab Serial #: 501556
Service Date: 02/17/2004 Temp: 74.1°
Due Date: 02/17/2005 Humidity: 27%

Typist: Anita Snow
Technician: Jay Shepherd

Received Condifion: In Tolerance

Procedure:

Range:

Mfg Specs
0-752° F

Returned Condition: |In Tolerance

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading® After Reading*
0.000000 +0.500000 -0.500000 0.400000 0.4000G0
32.000000 +0.500000 -0.500000 31.500000 31.500000
100.000000 +0.500000 -0.500000 899.700000 99.700000
500.000000 +0.500000 -0.500000 500.000000 500.000000
751.000000 +0.500000 -0.500000 751.300000 751.300000
*Bold reading—,r_;';i";f:es indicate they are outf of toie.:;rr_;e-z-: o
Calibration Equipment Used
Asset Number  Manufacturer Model Calibration Date Due Date NIST #
ALI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company maintains a quality system that meets or exceeds the requirement set forth in the folfowing documents:
ANSI/NGSEZ540-1 1994, ISO 10012-1, and ISC/IEC 17025, All reference standardsys e traceable to NIST, Fundamental or Natural
Physic ’(f‘onstants or by acrepted ratiometric technigues.

Datr:z:J?'2 2 7 C/ '

OnSite O InShop Authorized Signature:
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Customer Name Climate Master
Location Oklahoma City
P.O. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Contact Mike Privett/Steve Cohran
Phone (405) 745-6000
Fax (405) 745-6058

Accurate Laborateries, Inc.
1613 S.E. 66th Street, Suite D
Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net

Calibration Documentation

This Certificate may not be copied, except in ful], without written consent of Accurate Laboratories, Inc.
Service Date is Recejve Date unless otherwise noted, Resuits listed refate only ko the ifemns that are tested and/or calibrated,

Model: Nova-Strobe DA
Serial #; 212271177
Temp: 70.2°
Humidity: 28%
Procedure: Mfg Specs
Range: 869-12000 RPM

Manufacturer: Monarch Instrument - Strobe Scope
Reference #: 2122711
Service Date: 02/17/2004
Due Date: -02/17/2005

_Location-Dept.: On-Site-Eng. Lab

Typist: Ania Snow
Technician: Jay Shepherd

Received Condition: In Tolerance

Returned Condition: In Telerance

Comments: On-Site 02/17/04

Standard Name Standard Tolerance Before Reading*  After Reading*
68.000000 +1.000000 -1.000000 68.460000 68.460000
300.000000 +1.000000 -1.000000 300.250000 300.250000
600.000000 +1.000000 -1.000000 600.050000 600.0650000
900.000000 +1.0G0000 -1.000000 900.350000 900.350000
1200.000000 +1.600000 -1.000000 1200.010000 1200.01000G
2400.000000 +1.000000 -1.000000 2400.240000 2400.240000
4800.000000 +1.000000 -1.000000 4800.090000 4800.020000
9600.000000 +1.000000C -1.000000 9600.080000 9600.080000
12000.600000 +1.0006G0 -1.000000 11999.680000 11989.680000
*Bold reading entries indicate they are out of tolerance.
Calibration Equipment Used
Asset Number  Manufacturer Model ~_Calibration Date Due Date NIST#
ALI-0-320 Leader 1/1/2004 1/1/2005

This Comparly maintains a quality system that meets or exceeds the requirement set forth in the foflowing documents:
ANSI/NGSL Z540-1 1994, IS0 10012-1, and ISO/IEC 17025, All reference standarg: fraceable to NIST, Fundamential or Natural
-Physical & ns/tan.ts, or by accepted ratiometric techniguss.

OnSite [1InShop Authorized Signature:. /% ___ Date:2- 2709

Pagelofl Document ID: 2897




Accurate Laboratories, Inc.
* 1613 S.E. 66th Street, Suite D
Oklahoma City, OK 73149

405-670-1388 Fax 405-670-0121
Web: www.accuratelabs.net
Email: accurate@accuratelabs.net

Customer Name
Location

Contact
Phone
Fax

Climate Master

Oklahoma City

P.O. Box 2540

7300 S.W. 44th

Oklahoma City, OK 73101-2540
Mike Privett/Steve Cohran
(405) 745-6000

(405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in full, without written consent of Acctirate Laboratories, Inc.
Service Date is Receive Date unless otherwise noted. Results listed relate only to the items that are tested and/or calitrated.,

Manufacturer: Fluke - Digital Thermometer Model: 2190A
Reference #: 0980071 Location-Dept.: On-Site-Eng. Lab  Serial # 0980071
Service Date: 02/17/2004 Typist: Anita Snow Temp: 74.3°

Due Date: 02/17/2005 Technician: Jay Shepherd Humidity: 27%

Received Condition: In Tolerance

Returned Condition: In Tolerance

Comments: On-Site 02/17/04

Mfg Specs
0-752° F

Procedure:

Range:

Standard Name Standard Tolerance Before Reading*  After Reading*
0.000000 +0.500000 -0.500000 0.200000 0.200000
32.000000 +0.500000 -0.500000 32.100000 32.100000
100.000000 +0.500000 -0.500000 99.700000 99.700000
5060.000000 +0.500000 -0.500000 499.700000 489.700000
752.000000 +0.500000 -0.500000 751.600000 751.600000
*Boid reading entries indicate they are ouf of iolerance. o ) _
Calibration Equipment Used
Asset Number Manufacturer Model ~ Calibration Date  Due Date NIST #
ALI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company maintaing a quality system thal meets or exceeds the requirement set forth in the following documents:
ANSI/NGSL 2540-1 19.94 IS0 10012-1, and ISO/AEC 17025. Al reference standards
nts‘ or by accepted ratiometric technigues.
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OnSite [JInShop Authorized Signature: /(

traceable to NMIST, Fundamental or Natural

S e— Date:;i_(a 70 <

Bocurnent ID

2886



" Accurate Laboratories, Inc. Custoimer Name Climate Master

1613 S.E. 66th Street, Suite D ' Location Oklahoma City

Oklahoma City, OK 73149 P.0. Box 2540

405-670-1388 Fax 405-670-0121 7300 5.W. 44th

Web: www.accuratelabs.net Oklahoma City, OK 73101-2540

Email: accurate@accuratelabs.net Contact Mike Privett/Steve Cohran

Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Certificate may not be copied, except in fuf], without written consent of Acclirate Labaratories, Inc.
Service Date is Recelve Date unfess otherwise noted, Results fisted refate only to the items that are tested and/or calibrated,

Manufacturer: Fluke - Digital Thermometer Model: 2170A
Reference #: 4050023 Location-Dept,: On-Site-Eng. Lab Serial # 4050023
Service Date: 02/17/2004 Typist: Anita Snow Temp: 74.1° .

Due Date:=-__-;\_0_2[1712005 Technician: Jay Shepherd Humidity: 27%
Received Condition: Out of Tolerance . Procedure: Mfg Specs.
Returned Condition: In Tolerance Range: 0-752°F

Comments: On-Site 02/17/04

Standard Name Standard Tolerance ’ Before .Reading* After Reading®
0.000000 +0.500000 -0.500000 0.300000 0.200000
32.000000 +0.500000 -0.500000 32.300000 32.200000
100.000000 +0.500000 -0.500000 100.500000 100.200000
500.000000 +0.500000 -0.500000 500.800000 500.100000

752.000000 +(.500000 -0.500000 752.900000 752.200000

*Bold reading entries indicate they are cut of folerance.

, : Calibration Equipment Used
Asset Number Manufacturer Model ~ Calibration Date Due Date NIST #

ALI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company maintains a quality system that meets or exceeds the requirernent set farth I the following doctments:

ANSI/NGSL Z590-1 1994, IS0 10012-1, and ISO/TEC 17025. Alf reference standards traceable to NIST, Fundamental or Natural
Physical Constants, or by accepted ratiometric technigues. y
OonSite [1InShop Authorized Signature:f/ j zii _ pater_ ) 1-C o
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