- Accurate Laborétories, Inc. Customer Name Climate Master

1613 S.E. 66th Street, Suite D . Location Oklahoma City

Okiahoma City, 0K 73149 P.O. Box 2540

405-670-1388 Fax 405-670-0121 7300 S.W. 44th

Web: www.accuratelabs.net Oklahoma City, OK 73101-2540
Email: accurate@accuratelabs.net : Contact Mike Privett/Steve Cohran

Phone (405) 745-6000
Fax (405) 745-6058

Calibration Documentation

This Ceriificate may not be copled, except in il without wrritten consent of Accurate Laboratories, Inc.
Service Dale [s Recejve Date unless otherwise noted, Results listed refate only to the items that are tested and/or calibrated.

Manufacturer: Fluke - Digital Thermometer Model: 2190A
Reference #: 2600012 Location-Dept.: On-Site-Eng. Lab Serial #; 260001207
Service Date: 02/17/2004 Typist: Anita Snow Temp: 74.5°

Due Date: 02/17/2005 Technician: Jay Shepherd Humidity: 27%
Recelved Condition: In Tolerance Procedure: Mig Specs
-{ Returned Condition: In Tolerance Range: 0-752°F

Comments: On-Site 02/17/04

Standard Name Standard ... Tolerance Before Reading® Affer Reading®
0.000000 +0.500000 -0.500000 0.000000 0.000000
32.000000 +0.500000 -0.500000 31.900000 31.800000
100.000000 +0.500000 -0.500000 99.500000 99.500000
500.000000 +0.500000 -0.500000 " 499.700000 499.700000
752.000000 +0.500000 -0.500000 751.800000 751.800000

*Boid reading entries indicate they are ouf of tolerance.

Calibration Equipment Used
Asset Number Manufacturer Model 7 Calibrat_jon Date Due Date _ NIsT#

ALI-0-316 Fluke 5500A 10/1/2003 10/1/2004 821/673681

This Company maintains a quality system that meets or exceads the requirement set forth in the following documents:
ANSI/NGSL 2540-1 1994, IS0 10012-1, and ISO/IEC 17025, Alf reference stand: raceable to NIST, Fundamental or Natural
Physical Copstants, or by accepted ratiomelric technigues.

Date: (7’2 2 7-0 o

OnSite O InShop Authorized Signature:j

Pagetof 1 - Document ID; 2887




Certificate of Calibration

Dallas Support Center
2104 Hutton Drive, Ste. 112
Carroliton, TX 75006-6807 USA
Phone: (972) 406 1000
Fax :(972) 406 1072

CalNet,

Customer Name: CLIMATE MASTER

Manufacturer: FLUKE
Model: 2620A
* Description: HYDRA DATA AQUISITION
Asset Number:
Serial Number: 6532002

The Fluke Corporation, SO Certification No. L0018, certifies that the instrument identified above was calibrated in accordance with
applicable Fluke calibration procedures. lts calibration processes are 1S0-8001 controlled and are designed to certify that the
instrument was within its published specifications at the time of calibration. .

The measurement standards and instruments used during the calibration of this instrument are traceable to the United States National
Institute of Standards and Technology (NIST), natural physical constants, consensus standards, or by ratio type measurements,

iCALiBFIAT[ON INFORMATION I

Cal Date: 29-Apr-2004 Temperature: 23°C Calibration Report Number: 827550-6532002:1083235573
Next Cal Due: 29-Apr-2005 Hurmidity: 39 % Technician# 59880
Technician: Bryan Braswell

Remarks: AS FOUND DATA IN TOLERANCE. NO ADJUSTMENT REQUIRED. VERIFIED 2 INPUT MODULES.

Calibration Procedure: FLUKE HYDRA 2620A; CAL VER {1 YEAR): RS232C* Revision: 0.9
|STANDARDS USED FOR CAL]BRATION I
Asset Manufacturer Model Description Cal Date Due Daie
1101 FLUKE 5700A-02 W/O3 CALIBRATCR 10-0ct-2003  10-Oct-2004
J240 FLUKE 8520A DIGITAL MULTIMETER 22-Mar-2004 22-Mar-2005
H37 FLUKE Y2039 PLATINUM RTD PROBE 08-Aug-2002 08-Aug-2004
J221 : GR RATD-100 DECADE RESISTOR 27-May-2003 27-Nov-2004

End of Report

Customer ] :
Support Services www.fluke.com

For Service or Calibration
Calibration Report Number:  827550-6532002:1083235573 please call 1-888-99-FLUKE (1-888-993-5853)

- —_ For Parts
Certificate of Calibration please call 1-800-526-4731

For General Product and Sales Infermation
please call 1-800-44-FLUKE (1-800-443-5853)




Certificate of Calibration

Dailas Support Center
2104 Hutton Drive, Ste. 112
Carroliton, TX 750068-6807 USA
Phone: (972) 406 1000
Fax :(972) 406 1672

CalNet.

Customer Name: CLIMATE MASTER

Manufacturer: FLUKE

Model: ~ 2635A

Description: HYDRA DATA BUCKET
Asset Number: '

Serial Number: 7512010

The Fluke Corporation, 1SO Certification No. U0018, certifies that the instrument identified above was calibrated in accordance with
applicable Fiuke calibration procedures. Its calibration processes are 1S0-8001 controlied and are designed to certify that the
instrument was within its pubiished specifications at the time of calibration.

The measurement standards and instruments used during the calibration of this instrument are traceable to the United States National
Institute of Standards and Technology (NIST), natural physical constants, consensus standards, or by ratio type measurements,

|CALIBRATION INFORMATION _ _ I

Cal Date: 29-Apr-2004 Temperature: 23°C Calibration Report Number: 931985-7512010:1083233178
Next Cal Due: 289-Apr-2005 Humidity: 39 % Technician# 50860
Technician: Bryan Braswell

Remarks:  AS FOUND DATA IN TOLERANCE. NO ADJUSTMENT REQUIRED. VERIFIED 2 INPUT MODULES.

Calibration Procedure: FLUKE HYDRA SERIES I 2635A:CAL VER (1 YEAR):RS2 Revision:  0.94
ISTANDARDS USED FOR CALIBRATION .
Asset Manufacturer Modlel Description Cal Date Due Date
L101 FLUKE 5700A-02 W/03 CALIBRATOR 10-Oct-2003  10-Oct-2004
J240 FLUKE 8520A DIGITAL MULTIMETER 22-Mar-2004 22-Mar-2005
J137 FLUKE Y2039 PLATINUM RTD PROBE 08-Aug-2002 08-Aug-2004
J221 GR RTD-100 DECADE RESISTOR 27-May-2003 27-Nov-2004

End of Report

Calibration Report Number: 931985-7512010:1083233178 Page 1 of 1

Certificate of Calibration
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Certificate of Calibration

Dallas Support Center
2104 Hutton Drive, Ste. 112
Carroltton, TX 750068-6807 USA
Phone; {972) 406 1000
Fax :(972) 408 1072

CalNet,

Customer Name: CLIMATE MASTER

Manufacturer: FLUKE
Model: 105B/003
Description: 100MHZ SCOPEMETER

Asset Number:; :
Serial Number: DMB920409

The Fluke Corporation, ISO Certification No. U0018, certifies that the instrument identified above was calibrated in accordance with
appiicable Fiuke calibration procedures. lts calibration processes are 1S0-9001 controlled and are designed to certify that the
instrument was within its published specifications at the fime of calibration.

The measurement standards and instruments used during the calibration of this instrument are traceable to the United States National
Institute of Standards and Technology (NiST), natural physical constants, consensus standards, or by ratio type measurements.

|CAL]BRATEON iNFORMATION I

Cal Date: 29-Apr-2004 Temperature: 24°C Calibration Report Number: 613783-DM6920409:1083232288
Next Cal Due: 29-Apr-2005 Humidity: 34% Technician# 73671
Technician: Michael Kidd

Remarks:

Calibration Procedure: FLUKE 1058: {1 YEAR) CAL VER (MET/CAL 4.1) Revision: 1.0
!STANDARDS USED FOR CALIBRATION I
Asset Manufacturer Modet Desctiption Cal Date Due Date
J768 FLUKE 5500A/3 CALIBRATOR ) ' 16-Jun-2003  16-Jun-2004

End of Report
Calibration Report Number: 613783-DM6920409:1083232288 Page 1of 1

Certificate of Calibration



CalNet.

Customer Name: CLIMATE MASTER

Manufacturer: FLUKE

Model: 801-1108
Description: CURRENT CLAMP
Asset Number:

Serial Number: 168300TGV

Certificate of Calibration

Dallas Support Center
2104 Hutton Drive, Ste. 112

Carrollton, TX 75006-6807 USA

Phone: (972) 406 1000
Fax :(972) 406 1072

The Fluke Corporation, SO Certification No. U0018, certifies that the instrument identified above was calibrated in accordance with
applicable Fluke calibration procedures. Its calibration processes are 1SO-9001 controlled and are designed to certify that the
instrument was within its published specifications at the time of calibration.

The measurement standards and instruments used during the calibration of this instrument are traceable to the United States National
Institute of Standards and Technology (NIST), natural physical constants, consensus standards, or by ratio type measurements.

|CALlBRATION INFORMATION I

Cal Date: 05-May-2004 Temperature: 23°C Calibration Report Number: 114519-168300TGV: 1083750196
Next Cal Due: 05-May-2005 Humidity: 42 % Technician# 38860
Technician: Justin Wipperman
Remarks:
Calibration Procedure: DALS 1841 Revision:
STANDARDS USED FOR CALIBRATION
Asset Manufacturer Model Description Cal Date Due Date
J1233 FLUKE 5520A CALIBRATOR 03-Nov-2003  03-Nov-2004
End of Report

Calibration Report Number: 114519-168300TGV: 1083750196

Certificate of Calibration
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